


Electrode end:
this end is inserted into 
the test strip port on the 
meter with the coloured 
surface facing up





 



 



 

drop



Immediately touch the tip of the test strip to the drop of 
blood. The drop is drawn into the test strip through the 
tip. Do not put blood on the top of the test strip.



 




